The primary aim of the present work was to analyze the effects of varying scatter-to-primary ratios on the appearance of simulated nodules in chest tomosynthesis section images. Monte Carlo simulations of the chest tomosynthesis system GE Definium 8000 VolumeRAD (GE Healthcare, Chalfont St. Giles, UK) were used to investigate the variation of scatter-to-primary ratios between different angular projections. The simulations were based on a voxel phantom created from CT images of an anthropomorphic chest phantom. An artificial nodule was inserted at 80 different positions in the simulated phantom images, using five different approaches for the scatter-to-primary ratios in the insertion process. One approach included individual determination of the scatter-to primary-ratio for each projection image and nodule location, while the other four approaches were using mean value, median value and zero degree projection value of the scatter-toprimary ratios at each nodule position as well as using a constant scatter-to-primary ratio of 0.5 for all nodule positions. The results indicate that the scatter-to-primary ratios vary up to a factor of 10 between the different angular tomosynthesis projections (±15°). However, the error in the resulting nodule contrast introduced by not taking all variations into account is in general smaller than 10 %.
INTRODUCTION
It has for long been known that overlapping anatomy is one of the main limiters for the possibility to detect pathology in radiological images. Despite this fact, projection radiography is still frequently used at the radiological departments. The use of computed tomography is one obvious way to efficiently reduce the problem of obscuring anatomy. However, due to the relatively high patient radiation dose, a CT examination can not always be justified. The introduction of tomosynthesis enables new possibilities in modern healthcare, as the technique reduces both the disadvantage of projection radiography (overlapping anatomy) and the disadvantage of CT (high radiation dose to the patients).
In tomosynthesis, a number of low-dose projection images are collected from different angles. These projection images are then used to create section images of the examined object, using modern reconstruction algorithms. In chest imaging, the tomosynthesis technique has, compared to conventional chest radiography, shown to be of great value in the detection of pulmonary nodules. [1] [2] [3] However, no thorough description of the detection limitations of pulmonary nodules in chest tomosynthesis has yet been performed. Using only real, clinically found, nodules, it may be difficult to achieve the spectrum of nodule size, density and location necessary for a thorough evaluation. As previous studies [4] [5] [6] [7] have shown that hybrid images are a valuable complement to clinical images in detection studies, one solution could be to use simulated nodules in the evaluation. However, in order to motivate the use of hybrid images in evaluation of a clinical system it is important that the hybrid images are constructed in a way that reflects clinical reality. Therefore, it is important that the methods used to create the hybrid images are validated, i.e. it must be shown that no visual differences between real and simulated pathology can be found.
Our research group has previously described a method of simulating lung nodules in chest tomosynthesis 8 and a small pilot study indicated that experienced radiologists had difficulties in separating the simulated nodules from real nodules. As a simplification, a scatter-to-primary ratio of 0.5 was assumed for the entire lung region. 9 However, the scatter-toprimary ratio varies over the image and is higher close to the heart, diaphragm and central mediastinum. [10] [11] [12] As the tomosynthesis projection images are collected from different angles, it can be anticipated that the scatter-to-primary ratio at the detector surface, for a given nodule, will vary between the different angular projections. Therefore it can be argued that the scatter-to-primary used when inserting the nodules into the tomosynthesis projection images not only should be adjusted according to the location in the parenchyma, but also according to the angle used for the different projection images.
The aims of the present work were to investigate the variation in scatter-to-primary ratio between different angular projections in chest tomosynthesis and to analyze the effects of varying scatter-to-primary ratios on the appearance of simulated nodules in the tomosynthesis section images.
MATERIAL AND METHODS

Tomosynthesis system description
At our hospital the Definium 8000 X-ray system with VolumeRAD option (GE Healthcare, Chalfont St. Giles, UK) is used for chest tomosynthesis examinations. During a tomosynthesis examination using this system, the detector position is fixed, whereas the x-ray tube performs a vertical continuous movement from -17.5º to +17.5º relative to the standard orthogonal posteroanterior (PA) projection. During a time period of approximately ten seconds, the system collects 60 low-dose projection images of the patient in the angular interval of -15º to +15º. The focus-detector distance is 180 cm in the PA projection. For all projection images a tube voltage of 120 kV and a filtration of 3 mm Al + 0.1 mm Cu are used. For the GE VolumeRAD system, the exposure used during a tomosynthesis examination is determined by an initial scout image of the patient. The scout image corresponds to a normal PA chest radiograph and is collected using automatic exposure control. The exposure used for the scout image is then multiplied with a factor (normally ten) and evenly distributed over the 60 projection images. The exposure is then rounded down to the closest mAs setting possible, using the constraint of a minimum tube load of 0.25 mAs per projection. The detector size is 2022×2022 pixels, with a pixel size of 0.2×0.2 mm 2 , and the focal spot size is 1.25×1.25 mm 2 .
Nodule simulation
A method for simulation of lung nodules in chest tomosynthesis has previously been described by Svalkvist et al. 8 The method is based on the principle of creating 3-dimensional artificial nodules, which are inserted into the 60 projection images before reconstruction of the tomosynthesis section images. In order to obtain a realistic appearance of the simulated nodules, both an irregular shape and surface structure of the simulated nodules are desirable. This is achieved by using an approach of combining spheres of different sizes. Thus, the nodule is created by starting with an original sphere and then adding a number of additional, smaller spheres to the original sphere in two steps: first, to create the nodule shape and second, to create the surface structure. Randomization of the number, size and location of the additional spheres that are added to the original sphere results in a unique appearance for each created nodule. After each addition of spheres to the original sphere the result is smoothed using a mean filter to obtain a softer and more realistic appearance of the simulated nodule, see Figure 1 . The volume of each created nodule is determined by the volume of the original sphere. Thus, after adding additional spheres to the original sphere, the resulting nodule is scaled down to a volume corresponding to the volume of the original sphere. The simulated nodules are inserted into the raw-data projection images of a tomosynthesis acquisition before reconstruction of the tomosynthesis section images. Svalkvist et al. 8 describe how the desired position of the simulated nodule in the patient and the geometry of the tomosynthesis acquisition are used to calculate the corresponding position of the nodule in each raw-data projection image. The insertion of the nodule into each projection image is then performed by simulating the radiation that is emitted from the focal spot, passes through the nodule and reaches the detector.
In order to obtain the correct contrast level of the simulated nodules in the tomosynthesis projection images, the signal spread in the detector, the scattered radiation and the patient motion must be accounted for. As described in Svalkvist et al. 8 the amount of patient motion varies both between patients and between different areas of the lung. The amount of patient motion present at a specific location in a patient is difficult to quantify. However, by analyzing the borderline of e.g. blood vessels in the close proximity of the nodule location, the amount of patient motion can be estimated. In Svalkvist et al., the patient motion is accounted for by randomly shifting the location of the nodule before projecting the nodule into each projection image. Consequently, the more patient motion present at the location where the nodule is to be inserted, the larger the shifting of the nodule centre between each projection image.
The amount of signal spread in the detector can be accounted for by applying the two-dimensional pre-sampling modulation transfer function (MTF) of the detector to the signal before sampling. The contrast degradation due to scattered radiation can be accounted for by adjusting the signal according to the known scatter-to-primary ratio.
Creation of the Monte Carlo simulated tomosynthesis projection images
As described above, in addition to the signal spread in the detector and the patient motion, the signal contribution from scattered radiation will affect the appearance of the simulated nodules in the final reconstructed tomosynthesis section images. One way to analyze the variation in the scatter-to-primary ratio, both between different angular projections and between different regions of the lung parenchyma, is to simulate the imaging chain using the Monte Carlo technique. In this work, Monte Carlo simulations of the GE Definium VolumeRAD tomosynthesis system, described by Ullman et al. 13 , were used. In the work by Ullman et al., all simulations were based on a voxel phantom, which was created by scanning an anthropomorphic chest phantom (Kyoto Kagaku PBU-X-21) in a Siemens Sensation 64 CT scanner at a tube voltage of 120 kV. The images were reconstructed using the kernel B31s and segmented using a step density function with a set of thresholds for Hounsfield values corresponding to lung, soft and bone tissues. The simulation geometry and input parameters were adjusted to match the VolumeRAD chest tomosynthesis system. The projection images due to primary photons were calculated analytically with the resolution 2022×2022 pixels, the same as in the VolumeRAD system. This was done using an analytical model of the anti-scatter grid and a pre-calculated detector response function.
14 The Monte Carlo model used for estimation of the scatter-to-primary ratios simulates photons that starts from a point source and subsequently passes through both the anthropomorphic voxel phantom and the anti-scatter grid before finally reaching the image detector. In order to save computational time, the signal contributions from scattered photons were calculated in a coarser grid of 40×40 points, for each tomosynthesis projection angle. The scatter projections were then added to the projection images in order to obtain simulated tomosynthesis projection images with realistic clinical properties. In Figure 1 (a-c) the variation in scatter-to-primary ratio for three of the 60 tomosynthesis projection images (projection angles -15°, 0° and +15° respectively) resulting from the Monte Carlo simulations are shown. 
Analysis of the scatter-to-primary ratio used for the nodule insertion
In order to match the resolution of the tomosynthesis projection images, the scatter-to-primary ratios from Ullman et al. 13 were interpolated to 2022×2022 points using bilinear interpolation. By using the method described by Svalkvist et al. 8 , an artificial nodule of 12 mm in diameter was created. The nodule was then inserted at 80 positions of the Monte Carlo simulated tomosynthesis projection images. The positions were chosen to represent 20 locations in four different depths of the phantom. Different approaches regarding the scatter-to-primary ratio used when inserting the artificial nodule into each projection image were investigated: 1. the scatter-to-primary ratio was determined individually for every projection image and nodule position, 2. the mean value of the scatter-to-primary ratio for all projection images at each position was used, 3. the median scatter-to-primary ratio for all projection images at each position was used, 4. the scatter-toprimary ratios for the 0°-projection at each nodule position was used, and 5. a constant scatter-to-primary ratio of 0.5 was used for all projection images and nodule positions. 9 After the insertion of the artificial nodule, the Monte Carlo simulated projection images were transferred to the VolumeRAD system for reconstruction.
As the reconstructed tomosynthesis section images could not be confirmed being linear, a scaled contrast, C, of the inserted nodule was determined as: 
Hence, Im 1,N can be determined by:
where all the values on the right hand side of the equation can be measured. The mean pixel value at the different positions in the reconstructed images were determined using a region of interest (ROI) of diameter 8 mm. Figure 3 shows one of the tomosynthesis section images with a 12 mm artificial nodule inserted at multiple locations in the phantom and the mean, median and range of the scatter-to-primary ratio for all 60 projection images at each nodule location. The results indicate that the scatter-to-primary ratio varies both between the different projection images and between different regions of the lung. In locations close to density borders, e.g. close to the diaphragm and heart, a wider range of variation in scatter-to-primary ratios between the 60 projection images could be seen. In certain regions, e.g. nodule locations nos. 10 and 11, the range of scatter-to-primary ratios covered a factor of 10. In these regions also the difference between the mean scatter-to-primary ratio and median scatter-to-primary ratio was larger. In Figure 4 the effects on nodule contrast of using the different approaches for the scatter-to-primary ratios in the simulations, are shown for each of the nodule locations presented in Figure 3 . The error in scaled nodule contrast when using the mean value, median value or the 0°-projection value of the scatter-to-primary ratios in the nodule simulations, instead of values individually adjusted for each projection image and nodule location, was in general smaller than 10%. Exceptions were found for nodules located close to density borders, for example nodule locations 4 and 14. At most nodule locations, using a constant scatter-to-primary value of 0.5 in the nodule simulations resulted in a nodule with a lower contrast, compared to adjusting the scatter-to-primary ratio individually for each projection image and nodule location. 
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Individually adjusted value Mean value Median value 0°-projection value Constant value of 0.5 Figure 4 . Variation in scaled contrast of the nodule locations presented in Figure 1 , using the different approaches for determining the scatter-to-primary ratio in the nodule simulation process.
In Table 1 , the scaled nodule contrasts obtained using individually adjusted scatter-to-primary ratios are presented for each nodule location, at various depths of the phantom. In addition, Table 1 presents the relative error in scaled nodule contrast obtained using the other approaches regarding scatter-to-primary ratio (2-5 above) in the nodule simulation process. The relative error was larger for nodules located close to density borders and a variation was found between different depths of the phantom. Note that no comparison can be made between the actual contrast values at the different depths of the phantom, as the scaling of the nodule contrast is unique for each tomosynthesis section image. 
DISCUSSION
The first aim of the present paper was to investigate the variation in scatter-to-primary ratio between different angular projections in chest tomosynthesis. By using Monte Carlo simulations of an anthropomorphic chest phantom, the signal contribution from scattered photons in each projection image included in a chest tomosynthesis examination could be estimated and compared. The second aim of this work was to analyze the effect of varying scatter-to-primary ratios on the appearance of simulated structures in the tomosynthesis section images. A method for simulating lung nodules in chest tomosynthesis was used to investigate the effect on nodule contrast when using different approaches for the scatterto-primary ratio in the simulation process.
The evaluation of the variation of scatter-to-primary ratio between the projection images revealed a larger variation in scatter-to-primary ratio between the projection images in locations close to density borders. The range of the scatter-toprimary ratio was especially large close to the diaphragm and heart; see e.g. locations 10, 11, and 14 in Figure 3 . However, as seen in Figures 3 and 4 , the variation in contrast obtained for a simulated nodule, using the five different approaches regarding the scatter-to-primary ratio in the simulation process, was smaller. The relative error obtained using the mean value, median value or the 0°-projection value of the scatter-to-primary ratio, instead of adjusting the scatter-to-primary ratio individually for each projection image and nodule location, was in general smaller than 10 %. Using a constant scatter-to-primary value of 0.5 resulted in a nodule with too low a contrast, although the error (approx. 20%) was relatively constant, indicating the possibility of using a constant scatter-to-primary ratio in the entire parenchyma and only adjusting the value to the size of the patient. It should be noted that no quantum noise were added to the Monte Carlo simulated projection images used in the present work and the uncertainties related to the Monte Carlo simulations were approximately 2 % for each projection image (one standard deviation).
In the present paper, the nodule locations in the phantom were chosen to cover most areas of the lung parenchyma. As the results indicate that the error in scaled contrast, when using the mean value, median value or 0°-projection value in the nodule simulation, is larger for nodules located close to density borders, it can be anticipated that the relative errors presented in the present paper may not be representative for the entire lung parenchyma. It must also be noted that the voxel phantom used for Monte Carlo simulations of the tomosynthesis system is relatively small compared to a medium sized patient. Hence, the scatter-to-signal ratios presented in the present work may be slightly underestimated. Also, it cannot be certified that the variation in scatter-to-primary ratio will be the same in a larger patient.
CONCLUSIONS
The scatter-to-primary ratios at the detector surface, for a specific location in the patient, will vary up to a factor of 10 between the different angular tomosynthesis projections (±15°). However, the error in the resulting nodule contrast introduced by not taking all variations into account is much smaller. For example, using the scatter-to-primary ratio for the 0°-projection for all projection images results in an error in nodule contrast that in general is smaller than 10%. The use of a constant scatter-to-primary ratio of 0.5 in the entire lung parenchyma resulted in a relatively constant error, indicating the possibility of only adjusting the scatter-to-primary ratio for the size of the patient.
